[Shielded viewing window for a x-ray operational block].
To provide visual control over investigations being performed in the X-ray operation theater, from another room, the authors recommend a shielding sight-window of special construction with two glasses measured 800X500X100 mm arranged between both premises. Such a window provides the observation angle of 85.8 degrees in horizontal plane and -75.9 degrees in vertical plane.